Quality Control Certificate @ TECAN.

Helicobacter pylori IgG ELISA

[REF| RE56381 HG-513 2 2027-01-10

YYYY-MM-DD

Final Release Results:

Concentration Result Acceptable range
U/mL oD oD
CAL A 1 0.003 0.001 - 0.150
CAL B 10 0.529 0.200 - 0.800
CALC 25 1.145 0.450 - 1.500
CALD 150 2.255 0.750 - 3.000

This product has been tested successfully by the Quality Control Department and was released for sale according
to the existing specifications.

Verified by: Dr. Jérg Spangenberg
Validation date: 2025-07-22
This document has been produced alsctronically and is valid without a signature.
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