Certificate of Analysis (CoA) GOLD
STANDARD
Product: Parvovirus B19 IgM DIAGNOSTICS
Prod.No.: RE57291 OTECAN
Lot: PARM-205 °
Expiry: 2027-09-30
IFU: Rev. 01
Component Number Lot Prod. Date | Expiry Date
1 MMO0370-205 | 2026-03 | 2027-09-30
1 KM0370-205 | 2026-03 | 2027-09-30
|[CONTROL |- | 1 NM0370-205 | 2026-03 | 2027-09-30
1 CM0370-205 | 2026-03 | 2027-09-30
[CONTROL |+] 1 PM0370-205 | 2026-03 | 2027-09-30
|WASH | BUF | 20x| 1 W-1138 | 2026-03 | 2028-03-31
[SOLN |STOP] 1 S-1070 | 2026-02 | 2028-02-29
1 T-079 | 2025-12 | 2028-12-10
DIL|M| 1 DM-352 | 2026-03 | 2028-02-29
Component | OD Value \9aDIidation Criteria
|[CONTROL[-| | 0.016 < 0.200 < Cut-off
0.831 0.150-1.300
[CONTROL [+| | 1.527 > Cut-off
Component Target Value [NTU] Target Range [NTU]
|CONTROL |+| 21.26 11.69 - 30.83

The target value and target range of [CONTROL | +] may be used optionally.

The positive control is valid if the absorbance value of [CONTROL]+| >|CUT OFF].
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